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ABSTRACT: 

Objectives: To compare measures of fat-free mass (FFM) by three different 

bioelectrical impedance analysis (BIA) devices and to assess the agreement between 

three different equations validated in older adult and/or overweight populations. 

 

Design: Cross-sectional study. 

 

Setting: Orthopaedics ward of Brisbane public hospital, Australia. 

 

Participants: Twenty-two overweight, older Australians (72 yr ± 6.4, BMI 34 kg/m2 

± 5.5) with knee osteoarthritis. 

 

Measurements: Body composition was measured using three BIA devices: Tanita 

300-GS (foot-to-foot), Impedimed DF50 (hand-to-foot) and Impedimed SFB7 

(bioelectrical impedance spectroscopy (BIS)). Three equations for predicting FFM 

were selected based on their ability to be applied to an older adult and/ or overweight 

population. Impedance values were extracted from the hand-to-foot BIA device and 

included in the equations to estimate FFM. 

 

Results: The mean FFM measured by BIS (57.6 kg ± 9.1) differed significantly from 

those measured by foot-to-foot (54.6 kg ± 8.7) and hand-to-foot BIA (53.2 kg ± 10.5) 

(P < 0.001). The mean ± SD FFM predicted by three equations using raw data from 

hand-to-foot BIA were 54.7 kg ± 8.9, 54.7 kg ± 7.9 and 52.9 kg ± 11.05 respectively. 

These results did not differ from the FFM predicted by the hand-to-foot device (F = 

2.66, P = 0.118). 

 

Conclusions: Our results suggest that foot-to-foot and hand-to-foot BIA may be used 

interchangeably in overweight older adults at the group level but due to the large 

limits of agreement may lead to unacceptable error in individuals. There was no 

difference between the three prediction equations however these results should be 

confirmed within a larger sample and against a reference standard. 
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Introduction 

Physiological changes to body composition, including a decrease in fat-free mass 

(FFM) and a relative or actual increase in fat mass (FM), occur with aging and are 

associated with higher risk of morbidity and mortality [1-5]. Bioelectrical impedance 

analysis (BIA) is a simple and non-invasive means of estimating total body water 

(TBW), which is used to measure FFM and consequently FM, to assess the impact of 

disease and/or medical and nutritional interventions [4, 6]. Traditional single-

frequency BIA is based on hand-to-foot measurement and involves the application of 

electrodes to the wrists and ankles of the body in the supine position, through which a 

small electrical current is transferred. In recent years, foot-to-foot BIA devices have 

become cheaper and more widely available [4, 6]. Foot-to-foot analysis requires the 

user to stand upright on the foot-plates of the device, through which the electrical 

current is transferred. Foot-to-foot measurement may be advantageous as it is easier to 

use in both clinical and research settings, however there exist concerns as to the 

accuracy of measurement [7].  For both hand-to-foot and foot-to-foot BIA, the 

impedance to the current may be entered into empirical linear regression equations 

which estimate TBW, FM and/or FFM [4, 6, 8-9]. These equations must be re-

evaluated when applied to populations other than that in which they were developed 

[10].  Alternatively, the impedance to the current generated during BIA may be 

entered into pre-programmed equations within the device for immediate generation of 

results for FFM. Devices allowing bioelectrical impedance spectroscopy (BIS) to be 

performed are also available. The difference between BIS and BIA lies in the fact that 

BIS screens across a wider range of frequencies and utilises mathematical modelling 

and mixture equations (Cole-Cole plot and Hanai formula) to measure the difference 

between the resistance of the TBW and the resistance of the extracellular fluid (ECW) 

[11].  

 

As BIA and BIS devices become more readily available, and their use more 

widespread, it is important to determine the comparability of the results generated by 

different types of devices. Few studies have compared measurements between 

different BIA and BIS devices, thus it is unknown whether devices can be used 

interchangeably in a clinical setting. Also, there are few studies which compare the 
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results from BIA devices to those from published prediction equations [12-14] that 

have been previously derived and validated within older populations. Clinical 

recommendations for the use of BIA suggests that routine assessment should be 

undertaken only among healthy patients or those with a stable water and electrolyte 

balance, using a validated equation or device setting appropriate for the individual’s 

age, gender and ethnicity [6]. Commercial BIA devices include pre-programmed 

equations designed for use in particular populations, including athletes, children, 

healthy adults and obese adults (up to 34kg/m2). The accuracy of BIA and BIS 

devices is dependent on hydration status, as altered hydration may compromise body 

conductivity [11]. As such, BIA and BIS have only been shown to be valid up to a 

BMI of 34 kg/m² [11] and routine assessment among obese individuals or those with 

unstable hydration status is not recommended without further validation of 

appropriate equations [6]. It remains unknown as to whether these pre-programmed 

equations are suitable for use among an overweight older adult population, as both 

obesity and aging may result in altered hydration status, body water distribution and 

possible FFM overestimation [11, 15]. Furthermore, aging is associated with other 

significant co-morbidities, such as impaired renal function, which may further alter 

hydration status [4]. 

 

The aims of this study were to: 1) compare measurements of FFM by traditional hand-

to-foot BIA with measurements of FFM by foot-to-foot BIA and BIS; and 2) compare 

the FFM predicted by the pre-programmed equation from the traditional hand-to-foot 

BIA device to FFM predicted by three different prediction equations developed in 

older and/or overweight adults [12-14]. 

 

Subjects and methods 

This study formed part of a pilot study investigating the benefits of weight reduction 

for older adults with knee osteoarthritis. A cross-sectional observational study was 

conducted within the context of a randomised controlled pilot study, held at the Royal 

Brisbane and Women’s hospital (RBWH), investigating the effects of a lifestyle 

program compared to standard care in overweight patients with knee osteoarthritis. 

The study was approved by the university human research ethics committee 
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(0700000220) and RBWH human research ethics committee (2007/034) and informed 

written consent was obtained from all participants. Criteria for inclusion in this study 

were overweight status (BMI ≥ 27 kg/m²), age ≥ 60 years, diagnosed knee 

osteoarthritis as per the American College of Rheumatology criteria for knee 

osteoarthritis and ambulatory with no use of walker, crutches or braces (the latter 

three criteria were to meet a subsequent aim of the project).  Patients with current 

involvement in weight loss regimes, significant psychological distress or other 

barriers to participation or who were unable to understand or complete questionnaires 

were excluded from the study. Subjects were recruited from the previous surgery list, 

surgery waiting list and list of referrals from the Orthopaedics department of the 

RBWH. All patients who met the aforementioned selection criteria (N = 188) were 

manually identified from these lists and invited to participate in the study via mail. 

Twenty-two individuals were eligible and agreed to participate in the study and 

complete data were obtained on 21 individuals. Prior to BIA analysis, height was 

measured to the nearest 0.1cm using a wall-mounted stadiometer. Body composition 

was measured with three different BIA devices; the single-frequency foot-to-foot BIA 

(300GS Tanita Corporation of America Inc., IL, USA), single-frequency hand-to-foot 

BIA (ImpDF50, Impedimed, Australia) and BIS (Imp SFB7, Impedimed, Australia) 

which scans over a range of 256 different frequencies. Weight was measured to the 

nearest 0.1kg (in clothing with no shoes) using the in-built scales of the foot-to-foot 

BIA. To ensure normal hydration status to optimise BIA capabilities and prevent 

errors in measurement due to fluid imbalance, subjects were requested to refrain from 

intensive physical activity and from consuming fluids 2 hours prior to measurement 

and from consuming alcohol 12 hours prior to measurement. After determining that 

participants did not have a pacemaker (of which function may be affected by the 

electrical current generated by a BIA device), participants were measured with an 

empty bladder and no jewellery. The same trained tester conducted the BIA 

measurements for all subjects. Foot-to-foot BIA: Foot-to-foot analyses contain two 

stainless steel foot-pad electrodes mounted on a platform scale; participants were 

required to stand upright and barefoot on the foot-to-foot device for measurements to 

be recorded. The standard adult setting was selected for measurement. Hand-to-foot 

BIA and BIS: Pre-gelled electrodes were applied to the hand, wrist, ankle and foot of 
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the right-hand side of the body and measurement occurred with participants in a 

supine position; participants remained in this position for five minutes prior to 

measurement. The obese setting was selected for hand-to-foot BIA analysis [16]. BIS 

used new resistivity constants developed in 151 healthy adults (BMI 23.8 ± 3 kg/m2 

[17]. Devices were checked for calibration on each day they were used. 

Prediction equations that had been developed and validated in an older adult and/or an 

overweight population were identified from the literature and ranked according to 

their standard error of estimate (SEE). The equations were then selected (in 

descending order of SEE) if sufficient participant data were available for their use. 

Several equations were unsuitable as they required thigh circumference for use. Three 

prediction equations which differed from that pre-programmed into the hand-to-foot 

device [16] were selected from the literature (Table 1). Equation 1 was validated 

against dual x-ray absorptiometry (DXA) in 343 individuals aged between 22 and 94 

years of age with BMIs ranging between 17 kg/m² (underweight) and 33.8 kg/m² 

(obese). This equation was selected as it was able to be applied to both overweight 

and older adult populations [12]. Equation 2 and Equation 3 were selected as they had 

been specifically validated among older populations [13-14] (Table 1). Equation 2 

was validated against a four-compartment model (using TBW and total body 

potassium) among a wide range of BMIs (16.6 to 33.8 kg/m²). Equation 3 was 

validated against DXA among a population with a mean BMI of 27.1 kg/m²  4.6 

(women) and 28 kg/m²  3.7(men); the BMI range was not specified. The raw 

impedance data from the hand-to-foot BIA device were then substituted into each 

equation for determination of FFM.  

 

Statistical analysis was carried out using SPSS Version 15, 2007 (SPSS Inc., Chicago, 

IL, USA). A general linear model (repeated-measures ANOVA) was used to asses any 

significant difference in FFM estimated by the different BIA devices and FFM 

estimated by hand-to-foot BIA and the three prediction equations. Bland Altman 

(1986) analyses were used to compare results from the devices and the prediction 

equations to determine the bias and limits of agreement (± 2 SD) between the 

different devices and between results from the hand-to-foot device and the three 

prediction equations [18]. Correlation coefficients were also generated and compared 
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between the three devices. Statistical significance was reported at P < 0.05 (two 

tailed). 

 

Results 

Twenty-two individuals (mean age = 72.0 yr 6.4, mean BMI = 34.1 kg/m2 5.5, 15 

obese: 7 overweight, 48% male) consented to participate in this study, with full data 

available on 21. The mean ± SD of the FFM predicted by foot-to-foot BIA, hand-to-

foot BIA, BIS and the published prediction equations are presented in Table 2. 

 

The bias and limits of agreement for measurements between the two single-frequency 

devices are presented in Figure 1 and the bias, limits of agreement and correlation 

between the three devices are presented in Table 3. There were no statistically 

significant differences between the mean FFM estimated by the pre-programmed 

equations in the single-frequency hand-to-foot and foot-to-foot devices (P = 0.140). 

However FFM measured by BIS differed significantly from both the hand-to-foot and 

the foot-to-foot devices (P < 0.001).  The bias, limits of agreement and correlation for 

differences between the pre-programmed equation in the hand-to-foot device and the 

prediction equations are presented in Table 4. As the assumption for sphericity was 

violated, the lower-bound equation was considered for comparison. There were no 

significant differences between the FFM measured by hand-to-foot BIA and the FFM 

predicted by the equations (F = 2.66, P = 0.118). 

 

Discussion 

This study compared FFM as assessed by two BIA devices and a BIS device and 

compared FFM measured by the pre-programmed equation in the hand-to-foot BIA 

device with that predicted by three published equations applicable to older and/or 

overweight adults. 

 

Comparison of pre-programmed equations among three BIA devices 

The 1.4 kg difference in mean FFM between the hand-to-foot and foot-to-foot BIA 

devices was not statistically significant. However, differences in the FFM measured 
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by BIS of 3 kg compared to the foot-to-foot devices and 4.4 kg compared to the hand-

to-foot device were revealed to be statistically significant. These results combined 

with the strong, positive correlations (r > 0.9) suggest that the single frequency 

devices may be used interchangeably at the group level; however neither device could 

be used interchangeably with the BIS device which estimated a significantly higher 

mean FFM. A potential issue when comparing the foot-to-foot device with the hand-

to-foot device was the fact that whilst the hand-to-foot had a specific obese setting, 

the foot-to-foot device only allowed the user to select from ‘athlete’ or ‘normal’. 

Despite the differences in mode, the fact that there was no significant difference 

between the two devices suggests that these could be used interchangeably at the 

group level within this sample. Bland Altman analysis (Figure 1) demonstrated wide 

limits of agreement between the foot-to-foot and hand-to-foot devices, indicating that 

the FFM estimated by the foot-to-foot device may be 9.9 kg above or 7.1 kg below the 

FFM predicted by the hand-to-foot device. These large limits of agreement suggest 

the devices would not be appropriate for use at the individual level.  

 

Comparison of pre-programmed equation in hand-to-foot BIA device with 

population-specific equations 

There were no statistically significant differences between the FFM measured by the 

traditional hand-to-foot device and the FFM predicted by the three equations. The 

results produced by the hand-to-foot device were highly correlated with those 

produced by the equations (r > 0.9). This suggests that the obese equation in the hand-

to-foot device is suitable for use in an overweight older adult population and can be 

used interchangeably with the prediction equations at the group level. Bland Altman 

analysis revealed wide limits of agreement between the results from the hand-to-foot 

and the results from the prediction equations, again suggesting that limitations in BIA 

exist at the individual level. 

 

Comparison with published literature 

Although our study focussed on a more obese sample than others, our results support 

previous findings, specifically those by Ritchie et. al (2005). Ritchie investigated the 

comparability of hand-to-foot and foot-to-foot BIA among fifty older adults aged 56 
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to 94 years with a mean BMI of 28.7 kg/m²  4.9. The results showed a significant 

correlation between hand-to-foot and foot-to-foot BIA (r = 0.84, P < 0.001) 

suggesting that devices could be used interchangeably, with the foot-to-foot device 

measuring a slightly higher mean FFM (36%) than the hand-to-foot device (35%) (P = 

0.13) [19]. 

 

In the current study, Bland Altman analysis revealed large limits of agreement 

suggesting that BIA may not be appropriate for use at the individual level. This 

supports findings by Isenring et. al (2004) who compared measures of TBW by foot-

to-foot BIA with that predicted by a deuterium oxide dilution technique in 27 subjects 

undergoing outpatient radiotherapy (mean age = 62 years  15, mean BMI = 

26.2kg/m²  3.6). The study by Isenring et. al (2004) found that TBW predicted by 

foot-to-foot BIA could vary as much as 12 L above or 8.6 L below the actual TBW 

measured by a deuterium oxide dilution technique and thus may be limited at the 

individual level [20]. Our findings are also consistent with conclusions by Buchholz 

et. al, 2004, who undertook an extensive review of the literature and suggested that 

BIA was limited to the group level [4].  

 

The major limitation of our study was that no reference standard was used with which 

to compare our measures for FFM. Consequently the true values for FFM are 

unknown. Previous studies comparing measurements in FFM between DXA, 

magnetic resonance imaging (MRI) and BIA have indicated that BIA tends to 

overestimate FFM compared to DXA [9-10, 21] and MRI [22]. Within our study, BIS 

predicted the highest mean FFM; this may suggest that BIS overestimates FFM. 

However, previous studies comparing BIS with the gold standard of isotope dilutions 

and reference standard of DXA contradict these findings. One such study by Moon et. 

al 2007 suggest that compared to deuterium oxide  isotope dilution, BIS was a valid 

measure of total body water in young healthy adults (r = 0.98) [23]. Tengvall et. al 

(2008) also found that BIS was a valid measure of FFM in older adults (N= 574), as 

there was no difference in FFM measure by BIS or DXA (P = 0.58) [24]. The 

discrepancy between these results and our own may be explained by the 

characteristics of our study sample. As this study involved older adults participating 
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in a weight loss trial we specifically targeted overweight and obese older adults. 

Consequently nearly 40% of our sample (n=8) exhibited a BMI of over 34 kg/m². BIA 

and BIS have only been shown to be valid up to a BMI of 34 kg/m² [11]. The 

disproportion between body mass and body conductivity that results from obesity as a 

result of altered hydration status and body water distribution may have resulted in 

overestimation of FFM in our sample [11, 15]. Furthermore, aging is associated with 

other significant co-morbidities (including liver disease, declining renal function 

which may also alter hydration status) [4]. Future studies should aim to derive 

resistivity constants specifically for overweight, older adult populations to determine 

whether this might further improve the use of BIS in measuring body composition in 

this population.  

 

Although there was no statistically significant difference between the pre-

programmed equation in the hand-to-food device the foot-to-foot BIA device and the 

three prediction equations from the literature, there appeared to be clinically relevant 

differences of 1.4kg and 1.5kg respectively (generally, professional opinion considers 

changes of 0.5 – 1kg to be clinically significant) [25-27]. The relatively small size of 

our study sample means that these results should be confirmed within a larger sample.  

 

In conclusion, these results suggest that foot-to-foot and hand-to-foot BIA devices 

may be used interchangeably at the group level, however cannot be used 

interchangeably with the BIS device in this sample of overweight adults. Due to the 

large limits of agreement, none of the BIA devices were suitable for use at the 

individual level. The findings of this study should be confirmed within a larger 

sample size and compared with a reference standard to determine the accuracy of 

measurement. 
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Table 1: Characteristics of single frequency prediction equations for the prediction of Fat-free mass (FFM). 
 
                                                                  
Author Population N Mean Age (yr) Mean BMI  

(kg/m²) 
Equation 
 

 
Segal et. al 
Hand-to-foot* 
 
 
 
 
 
 
Kyle et. al  
(2001) [12] 
Equation 1 

 
Adults 
17 – 62 years 
 
 
 
 
 
 
 
Adults 
20 – 94 years 

 
1599 
 
 
 
 
 
 
 
 
343 

 
W: 35 ± 9.0 
 
 
 
M: 32 ± 9.0 
 
 
 
 
Not specified 

 
Not specified 
 
 
 
Not specified 
 
 
 
 
24.6 ± 2.9 

 
W:  (0.00091186 x Ht2

 ) - (0.01466 
x R) + (0.2999 x Wt) – (0.07012 x 
age) + 9.37938 
 
M: (0.000885 x Ht2) - (0.02999 x R) +
(0.42688 x Wt) -  (0.07002 x age)  
+ 14.52435 
 
 
-4.104 + (0.518Ht²/R50) + (0.231Wt)  
+ (0.130Xc)  + (4.299sex) 

 
Dey et. al 
(2003) [14] 
Equation 2 

 
Older adults 
70 – 75 years 

 
823 

 
71.9  

 
26.2 ± 3.7 

 
11.78 + 0.499ht²/R50 + 0.134Wt  
+ 3.449sex 
 

 
Roubenoff et. al 
(1997) [13] 
Equation 3 

 
Older adults 
60 – 95 years 

 
W: 294 
 
 
M: 161 

 
W: 78.4 ± 4.5 
 
 
M: 78.2 ± 4.3 

 
W: 27.1 ± 4.6 
 
 
M: 28.0 ± 3.7 

 
W: 7.7435 + 0.4542Ht²/R50   
+ 0.1190wt + 0.0455Xc 
 
M: 9.1536 + 0.4551Ht²/R50  

+ 0.1926wt + 0.0667Xc 
 

yr, years; BMI, body mass index; Ht, height (cm); Wt, weight; r, resistance; R50, resistance at 50 kHz; Xc, reactance; sex, gender 

where female = 0, male = 1; W, women; M, men. 

* Pre-programmed in hand-to-foot device
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Table 2: Mean fat-free mass (FFM) measured by single-frequency hand-to-
foot bioelectrical impedance analysis (BIA) device, single-frequency foot-to-
foot BIA device, bioelectrical impedance spectroscopy (BIS) and three 
published prediction equations. 
 

Device / equation  mean FFM (kg)  SD 
  
 

Hand-to-foot              53.2   10.5 
  
     
Foot-to-foot              54.6   8.6 
     
BIS               57.6   9.1  
 
 
Equation 1 [12]    54.7   8.9 
 
Equation 2 [14]    54.7   7.9 
 
Equation 3 [13]    52.9   11.1 

 
 

kg, kilograms; SD, standard deviation. 

Equation 1, prediction equation for FFM suitable for use in overweight/ obese 

adults [12]. 

Equation 2, prediction equation for FFM suitable for use in older adult populations [14]. 

Equation 3, prediction equation for FFM suitable for use in older adult populations [13]. 
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Table 3: Bias and limits of agreements and correlation of fat-free mass (FFM) 
measured by two different bioelectrical impedance analysis (BIA) devices and 
bioelectrical impedance spectroscopy (BIS) 
 

 
Device Comparison 

device 
Bias 

(kg)** 
Limits of 

Agreement** 
(± 2SD)(kg) 

 

Correlation 
(r) 

P 
value* 

Foot-to-
foot 

Hand-to-foot 
 

1.43 8.5 0.92 0.140 

Foot-to-
foot 
 

BIS -3.01 7.1 0.92 <0.001 

Hand-
to-foot 
 

BIS  
-4.44 

7.4 0.94 0.001 

 
 

kg, kilograms 

*P-value according to repeated measures ANOVA, sphericity assumed.  

** Bias and limits of agreement determined by subtraction of FFM measured by 

‘comparison device’ from FFM measured by ‘device’ 
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Table 4: Bias and limits of agreements between fat-free mass (FFM) measured by pre-
programmed equations in hand-to-foot bioelectrical impedance analysis (BIA) device and 
FFM predicted by single frequency prediction equations in an overweight or elderly 
population. 

 
 

 
Device Comparison 

equation 
Bias 
(kg) 

 

Limits of 
Agreement  
(± 2SD)(kg) 

 

Correlation 
(r) 

Hand-to-
foot 
 

Equation 1 [12] -1.5 5.3 0.98 

Hand-to-
foot 
 

Equation 2 [14] -1.5 8.1 0.94 

Hand-to-
foot 
 

Equation 3 [13]  
-0.3 

9.5 0.90 

 
 

P = 0.118 according to repeated measures ANOVA (lower-bound) 

kg, kilograms; SD, standard deviation. 

Equation 1, prediction equation for FFM able suitable for use in overweight/ obese 

adults [12]. 

Equation 2, prediction equation for FFM suitable for use in older adult populations [14]. 

Equation 3, prediction equation for FFM suitable for use in older adult populations [13]. 
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Legend for Figures 
 
Figure 1: Bland Altman plot showing the difference in fat-free mass (FFM) measured 

by single frequency foot-to-foot bioelectrical impedance analysis (BIA) 
device and FFM measured by single frequency hand-to-foot device plotted 
against the mean difference in FFM  
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